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COUNT OF MILK 

0. FOREWORD 

0,1 This Indian Standard was adopted by the Indian Standards Institution 
on 5 September 1964, after the draft finalized by the Dairy Industry Sec- 
tional Committee had been approved by the Agricultural and Food 
Products Division Council. 

0.2 The need for standardization of capillary pipette used for the estima- 
tion of the direct microscopic count of milk has been felt by dairy 
laboratories and manufacturers of glassware. This standard covers the 
requirements of cylindrical pipettes to deliver 0*01 ml of milk. 

0,3 In the preparation of this standard, assistance has been derived from 
the following publications: 

B.S. 797:1954 Capillary pipettes. British Standard Institution. 
Standard methods for the examination of dairy products, 1960. 
American Public Health Association. 

©•4 Wherever a reference to any Indian Standards appears in this 
Standard, it shall be taken as a reference to the latest version of the 
standard. 

0.5 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, 
expressing the result of a test, shall be rounded off in accordance with 
IS: 2-1960*. The number of significant places retained in the rounded 
-off value should be the same' as that of the specified value in this standard. 



1. SCOPE 



1.1 This standard prescribes the requirements and the methods of test for 
one-mark cylindrical capillary delivery pipette used in estimating direct 
microscopic count of milk. 



♦Rules for rounding off numerical values ( revised ). 
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2. CAPACITY 

2J The pipette shall be of 0*01 ml capacity when tested by the method 
prescribed in Appendix A. 

2.1,1 The pipette calibrated to contain 0"139 3 ej of mercury at 27*'G 
will discharge 0*01 ml of milk at 27°C, 

3. MATERIAL 

3«1 The pipette shall be made from heat-resistant, clear, chemically inert 
and hard glass, thick-wall capillary tubing of uniform bore diameter such 
that the graduation mark is 40 to 70 mm from the tip. The glass tubing 
shall be free from visible defects and of good anneal. 

3.2 The pipettes shall conform to Type I of IS : 2303-1963* when graded 
according to the method prescribed in that standard. 

4. CONSTRUCTION AND FINISH 

4.1 The pipette shall be as shown in Fig. 1, 

4.2 The pipettes shall be regular in shape and smoothly finished. They shall 
be symmetrical about the axis. 

4.3 The delivery jet of the pipette shall be formed by grinding and polish- 
ing the tip of the pipette without any constriction of the bore, as shown in 
Fig, 1 , The tip shall be blunt and formed so as to permit easy and rapid 
discharge of milk. 

4.4 The end of the jet shall be ground smooth at right angles to the axis of 
the pipette and the taper portion of the jet shall be polished. 

4.5 The top of the pipette and its jet ends shall be in planes perpendicular 
to the axis of the pipettes and shall be smooth and even. Their edges may 
also be slightly bevelled. 

5. GRADUATION 

5.1 The graduation mark shall be a fine cleanly etched permanent line 
( preferably coloured ) of uniform thickness not more than 0*2 mm, lying in 
a plane at right angles to the axis of the pipette and carried completely 
round the pipette. 

5.2 The numerical value of the nominal capacity of the pipette shall be 
permanently marked immediately above the graduation mark. 

♦Method of grading glass for alkalinity. 
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Fig. 1 Capillary Pipette for Direct Microscopic Count of Milk 
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6. DIMENSIONS 

6.1 The dimensions of the pipette shall be as given in Table L 

TABLE 1 DIMENSIONS FOR 0-01 ml CAPILLARY PIPETTE 

Sii Characteristic Requirement 

No. 

(1) (2) (3) 

i) Overall length, in mm, Max 200 

ii) Distance from graduation mark to tip of jet, in mm 40 to 70 

iii) External diameter of pipette, in mm 6 to 7 

iv) External diameter of lip of jet, in mm, Max I'D to 2'0 

v) Wall thickness of tip of jet, in mm 0-25 to 0*50 

vi) Included angle of ground portion 25** to 35^ 

vii) Tolerance on capacity, in ml ±0-000 2 

7. PACKING AND MARKING 

7 A Packing — The pipettes shall be suitably packed as agreed to between 
the purchaser and the vendor. 

7.2 Marking — Each pipette shall have permanently and legibly marked 
on its surface the following information: 

a) Maker's name or registered trade-mark^ if any; 

b) Nominal capacity, that is, 0*01 ml milk ( see 5,2 ); 

c) Letters D27''C to indicate that the pipette is caHbrated for 
delivery at 27°C; and 

d) Batch or code number. 

7,2.1 The pipette may also be marked with the Standard Mark. 

NOTE — The use of the Standard Mark is governed by the provisions of the 
Bureau of Indian Standards Act, 19S6 and the Rules and Regulations made there- 
under. The Standard Mark on products covered by an Indian Standard conveys 
the assurance that they have been produced to comply with the requirements of that 
standard under a well defined system of iaspection, testing and quality control 
which is devised and supervised by BIS and operated by the producer. Standard 
marked products are also continuously checked by BIS for conformity to that 
standard as a further safeguard. Details of conditions under which a licence for 
the use of the Standard Mark may be granted to manufacturers or producers may 
be obtained from the Bureau of Indian Standards. 

8. SAMPLING 

8.1 Representative samples of the pipettes shall be drawn as prescribed 
in Appendix B of IS : 2025-1962*. 

♦Specification for cylindrical pipettes for bacteriological examination of milk. 
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APPENDIX A 

( Clause 2.1 ) 

DETERMINATION OF CAPACITY OF PIPETTE 

A-1. PROCEDURE 

A-1,1 Clean the pipette thoroughly. To determine weight ( and indirectly 
volume ) of milk delivered by 0'01-ml pipette, first determine the 
density of ithe sample of milk at 2TQ, preferably using homogenized milk. 
Withdraw 'representative test charge maintained at 27°G and wipe the 
exterior of tip. Weigh charged instrument on analytical balance. Expel 
the charge as usually done during the experiment. Weigh the 
discharged instrument. The difference in weight between the instrument 
charged and discharged should avera.sre (5 to 10 weighings) approxi- 
mately O'0 10 03 g. 

Note — When not in use in the laboratory, it is desirable that pipette is kept sub- 
merged in and bore filled with suitable detergent ( alkylaryl sulphonate type) or a 
strong cleaning solution. When preparing for use, the bore shall be rinsed and 
exterior cleaned thoroughly with water until free from the detergent or cleaning 
solution. 
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